Influence of primer & probe chemistry and amplification target on reverse transcription digital PCR quantification of viral RNA  by Van Heuverswyn, Fran et al.
RI
r
F
H
E
a
A
R
R
A
A
H
K
D
R
M
M
R
Q
1
a
q
p
r
t
i
(
a
i
s
f
h
2Biomolecular Detection and Quantiﬁcation 9 (2016) 20–28
Contents lists available at ScienceDirect
Biomolecular  Detection  and  Quantiﬁcation
jo ur nal ho me pa ge: www.elsev ier .com/ locate /bdq
esearch  paper
nﬂuence  of  primer  &  probe  chemistry  and  ampliﬁcation  target  on
everse  transcription  digital  PCR  quantiﬁcation  of  viral  RNA
ran  Van  Heuverswyn,  Maria  Karczmarczyk1, Heinz  Schimmel ∗,  Stefanie  Trapmann,
endrik  Emons
uropean Commission, Joint Research Centre, Retieseweg 111, B-2440 Geel, Belgium
 r  t  i  c  l e  i  n  f  o
rticle history:
eceived 27 June 2016
eceived in revised form 17 August 2016
ccepted 19 August 2016
vailable online 27 August 2016
andled by: Justin O’Grady
eywords:
igital PCR
eference material
olecular methods
olecular probes
NA virus
uantiﬁcation
a  b  s  t  r  a  c  t
Compared  to other  PCR  technologies,  digital  PCR  is a potentially  highly  accurate  approach  for  the  quan-
tiﬁcation  of nucleic  acid fragments.  This  study describes  the  impact  of four  experimental  factors,  namely
primer  and  probe  chemistry,  PCR  ampliﬁcation  target, duplexing,  and  template  type,  on  the measurement
results  obtained  by  reverse  transcription  digital  PCR (RT-dPCR)  of viral  RNA  using  inﬂuenza  A virus  as  a
model.  Along  conventional  dual  labelled  probes  (DLP),  alternative  primer  and probe  chemistries,  includ-
ing Zip Nucleic  Acids  (ZNAs),  Locked  Nucleic  Acids  (LNAs),  and  Scorpions®, were  compared  with  two
RNA  template  types:  i)  total  genomic  RNA  extracted  from  cell cultured  inﬂuenza  A  and  ii) a  synthetically
prepared  RNA  transcript  (In vitro  transcribed  RNA).
While  apparently  duplexing  or a different  PCR target  choice  did  not  have  a signiﬁcant  inﬂuence  on
the  estimated  RNA  copy  numbers,  the impact  of the  choice  of  primer  and  probe  chemistry  and  template
type  differed  signiﬁcantly  for some  methods.  The  combined  standard  uncertainty  of  the  dPCR  analysis
results  has  been  assessed,  taking  into  account  both  the repeatability  and  the  intermediate  precision  of
the procedure.Our data  highlight  the importance  of  dPCR  method  optimisation  and  the  advantage  of  using  a more
sophisticated  primer  and  probe  chemistry,  which  turned  out  to be dependent  on  the  template  type.
Considerations  are  provided  with  respect  to the  molecular  diagnostics  of  viral  RNA  pathogens,  and  more
speciﬁcally,  for  precise  quantiﬁcation  of RNA,  which  is of  tremendous  importance  for  the  development
of  RNA  calibration  materials  and  the  qualiﬁcation  of  these  calibrants  as  certiﬁed  reference  materials.
© 2016  The  Authors.  Published  by  Elsevier  GmbH.  This  is  an open  access  article  under  the  CC  BY. Introduction
Digital PCR (dPCR) builds on the traditional PCR ampliﬁcation
nd ﬂuorescence-probe based detection methods, as known from
uantitative real-time PCR (qPCR). Therefore, dPCR uses the same
rimers and probes as the widely applied qPCR, but has been
eported to be capable of higher sensitivity and precision due to
he underlying principle of limiting dilution, whereby the sample
s diluted and partitioned into many separate reaction partitions
chamber-based dPCR) or droplets (droplet-based dPCR) before
mpliﬁcation [1]. Due to another characteristic of dPCR, namely its
ndependence from calibrants containing the DNA or RNA template
ubject to analysis, the method has become an attractive option
or nucleic acid quantiﬁcation. It has been successfully applied in
∗ Corresponding author.
E-mail address: Heinz.SCHIMMEL@ec.europa.eu (H. Schimmel).
1 Present address: Euroﬁns, 121 Shady Ln, Birmingham B44 9ET, United Kingdom.
ttp://dx.doi.org/10.1016/j.bdq.2016.08.003
214-7535/© 2016 The Authors. Published by Elsevier GmbH. This is an open access articlicense  (http://creativecommons.org/licenses/by/4.0/).
the certiﬁcation of reference materials used for standardising qPCR
assays widely employed in clinical diagnostics and research areas
[2–4]. Despite these major advantages, several studies have also
reported signiﬁcant bias when measuring both DNA and/or RNA
using dPCR [5–7]. Such discrepancies have been attributed to the
choice of the dPCR format (chamber vs droplet-based dPCR), the
complexity of the nucleic acid template, detection reagents used,
and pre-analytical steps such as nucleic acid extraction [3,4]. RNA
poses a particular measurement challenge due to its instability
and the additional step required for detection and quantiﬁca-
tion: reverse transcription (RT), during which complementary DNA
(cDNA) is synthesised.
Another inﬂuencing factor could be the choice of the primer
and probe system. Conventional dual labelled probes (DLP) with a
ﬂuorophore and a quencher, such as a Taqman® probe, are widely
employed for (RT-) qPCR and (RT-) dPCR. In recent years, an increas-
ing number of alternative PCR chemistries have become available.
These include Locked Nucleic Acids (LNA), Zip Nucleic Acids (ZNA),
and Scorpions®, among others. Several studies demonstrated that
le under the CC BY license (http://creativecommons.org/licenses/by/4.0/).
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he use of alternative primer and/or probe chemistries may  offer
mproved assay sensitivity [8–10]. So far, such options have been
nvestigated as a factor inﬂuencing measurement results when
sing real-time PCR technology. This study evaluated the impact of
he ampliﬁcation target, the ﬂuorophore, primer and probe chem-
stry, and duplexing on measurements by digital PCR to assess their
nﬂuence on the associated bias.
. Materials and methods
.1. Materials
.1.1. In vitro transcribed (IVT) RNA
In vitro transcribed RNA was synthesised in-house, using the
GEM®-T easy plasmid vector containing an insert, covering the
ntire segment 7 (M gene) of inﬂuenza A. The insert originated
rom RNA extracted from inﬂuenza A virus A/Aichi/2/68 (H3N2)
urchased from the ATCC® Collection (LGC Standards, Molsheim
edex, France). SuperScript® VILOTM Master Mix  (Invitrogen, Carls-
ad, CA, USA) was used for cDNA synthesis. The insert was
enerated using High Fidelity Platinum® PCR SuperMix (Invitro-
en) and previously published primers Bm-M-1 and Bm-M-1027R
11]. A standard cloning procedure using pGEM®-T Easy Vector
ystem II (Promega Benelux b.v., Leiden, The Netherlands) was
arried out according to the manufacturer’s recommendations.
lasmid DNA was extracted from a 5 ml  Luria-Bertani (LB) broth
ulture (grown overnight in a shaking incubator at 37 ◦C) using
he Wizard® Plus SV Minipreps System (Promega) and following
he manufacturer’s protocol. The identity of the insert was  con-
rmed by sequencing of both DNA strands (Euroﬁns MWG  Operon,
bersberg, Germany). In vitro transcription was carried out with the
iboMAXTM Large Scale RNA Production System and T7 polymerase
Promega) using SalI  (Promega) − linearised plasmid as a template.
he transcript was puriﬁed using SV Total RNA Isolation System
Promega) according to the producer’s protocol, which included
reatment with DNase I to remove unwanted DNA from the RNA
reparation. The size, purity and integrity of the IVT RNA were con-
rmed by analysis on the Agilent 2000 Bioanalyzer using the RNA
000 Pico kit (Agilent Technologies, Diegem, Belgium). Puriﬁed IVT
NA was diluted in the RNA Storage Solution (Ambion®, Austin,
exas, USA) and 50 l aliquots were stored at −70 ◦C. The concen-
ration of IVT RNA was assessed by spectrophotometry (NanoDrop®
D-1000, Wilmington, DE, USA) to be 1.83 × 1010 copies/l. Based
n the sequencing results and the position of the T7 promoter, the
ize of the expected RNA molecule was assessed to be 1147 bp.
.1.2. Extracted total genomic RNA
Genomic RNA was prepared from cell cultured inﬂuenza A virus
train A/Aichi/2/68 (H3N2) propagated in St Georges Hospital, Lon-
on, and extracted using QIAamp® Viral RNA Mini kit (Qiagen,
nc., Germantown, MD,  USA), according to manufacturer’s proto-
ol, with minor modiﬁcations concerning the elution of the RNA.
amples were eluted in two steps, each using 120 l RNA Stor-
ge Solution (Ambion®). Extracted RNA samples were pooled and
ently mixed to obtain a homogeneous solution. Twenty and ﬁfty
l aliquots were stored at −70 ◦C. The concentration of the total
enomic inﬂuenza RNA was determined by dPCR using 12.765 dig-
tal arrays on the BioMarkTM HD System (Fluidigm Corporation,
an Francisco, CA, USA) according to the published CDC protocol
argeting a conserved sequence of the inﬂuenza A matrix gene
12]. Three independent aliquots were subjected to dPCR, each
easured in triplicate, resulting in an average concentration of
.27 × 106 copies/l and relative standard deviation (RSD) of 2.2%.tion and Quantiﬁcation 9 (2016) 20–28 21
2.2. Methods
2.2.1. Primer and probe chemistry
In total, seven different primer and probe chemistries were
applied in this study and are indicated by a speciﬁc code in Table 1.
‘DLP-FAM’ and ‘DLP-HEX’ are both assays using dual labelled probes
(DLP) and primers, synthesised according to a published validated
qualitative RT-qPCR method by CDC [12]. In DLP-HEX, the ﬂuo-
rescent dye FAM is replaced by a HEXTM ﬂuorophore. Also the
primers and probes from 2 other methods, namely ‘DLP-GRAM’
and ‘DLP-HA gene’, are based on validated methods described by
the Pasteur Institute [13] and Yang et al. [14], respectively. The HA
gene primers and probe target the H3-haemagglutinin (HA) gene
instead of the matrix (M)  gene. The primer and probe sequences
of the ﬁfth method are identical to the ones of the DLP-FAM and
DLP-HEX approaches, but they have been conjugated to repeat-
ing spermine derivative cationic units to generate ZNA primers
and probe. Scorpions® and LNA primers and probes were designed
using the online tool OligoArchitectTM (Sigma-Aldrich, St. Louis,
MO,  USA). All primers and probes were synthesised and HPLC-
puriﬁed by Sigma UK, except for ZNAs which were synthesised by
Sigma USA. Single-use aliquots of oligonucleotides, reconstituted in
nuclease-free water (Promega) were stored at −20 ◦C. Primer and
probe information is included in Table 1 and their position on the
M gene can be seen in Fig. S1.
2.2.2. RT-dPCR
dPCR experiments were performed using the 37K IFC Dig-
ital Arrays of the BioMark platform (Fluidigm) and the RNA
UltraSenseTM One-Step Quantitative RT-PCR System (Invitrogen).
Quantiﬁcation of the RNA was done under intermediate preci-
sion conditions (independent runs performed on different days)
with samples diluted gravimetrically in RNA storage solution buffer
(Ambion®) and run in triplicate (extracted gRNA) or quintuplicate
(IVT RNA). The position of different experiments on the digital array
was randomised over three different days. The same sample dilu-
tion was used for all the methods on individual days to allow for
direct comparison. The digital array was  primed and loaded accord-
ing to manufacturer’s protocol. Thermal cycling conditions were:
50 ◦C for 30 min  for reverse transcription, 95 ◦C for 2 min  for denat-
uration and inactivation of RTase, followed by 45 PCR cycles at
95 ◦C for 15 s and 55 ◦C for 30 s [12]. RNA storage solution buffer
(Ambion®), constituting the no-template control, was  included in
each experiment. Also a negative control, sonicated human gDNA
(Cambio) at 25 ng/l was analysed to check for unspeciﬁc reactions.
The analysis was performed utilising the Fluidigm dPCR software
version 4.1.2 to assess the concentration by counting the number of
positive partitions (H) out of the total number of partitions (C) from
which the Poisson distribution was used to estimate the average
number of DNA copies per partition () via  = ln(1-H/C) [15].
Six methods were applied for the analysis of inﬂuenza A IVT
RNA, consisting of the established RT-PCR methods from CDC [12]
and the Pasteur Institute [13], both using dual labelled primers
and probe (DLP-FAM and DLP-GRAM), a method with 6-FAMTM
replaced by HEXTM ﬂuorophore (DLP-HEX), an experiment with
ZNA primers (ZNA), a LNA primers and probe-based method (LNA)
and ﬁnally a method using Scorpions chemistry (Scorpions®).
When extracted genomic RNA (gRNA) of inﬂuenza A was used as a
template, nine different methods were evaluated. In addition to the
six methods mentioned above, which are all amplifying particular
fragments of the M gene, the extracted gRNA was also quantiﬁed
with an H3- primer and probe set targeting another gene of the
inﬂuenza A virus, the haemagglutinin (HA) encoding gene (DLP-HA
gene) [14]. Further, the effect of duplexing was  evaluated by com-
bining primers and probes targeting the M gene (DLP – HEX) and
the HA gene (DLP – HA gene) in a single reaction by using different
22
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Table 1
Primers and probes for detection of inﬂuenza A viral RNA by RT- dPCR.
Method Primer/probe Target Sequence (5′-3′) Tm (◦C) Label Amplicon (bp) Refs.
DLP – FAM InfA Forwarda Matrix gene (M) GACCAATCCTGTCACCTCTGAC 64.9 NA 106 Modiﬁed from
CDC [12]
InfA Reversea AGGGCATTTTGGACAAAGCGTCTA 70.1 NA
InfA  Probe TGCAGTCCTCGCTCACTGGGCACG 80 FAM/BHQ1
DLP  – HEX InfA Forwarda Matrix gene (M)  GACCAATCCTGTCACCTCTGAC 64.9 NA 106 Modiﬁed from
CDC [12]
InfA Reversea AGGGCATTTTGGACAAAGCGTCTA 70.1 NA
InfA  probe TGCAGTCCTCGCTCACTGGGCACG 80 HEX/BHQ1
Scorpions® ScFor Matrix gene (M)  GCCTTCTAACCGAGGTCGAAACG 70.5 79 This study
ScProbe  GGTCACCGTCTCTCTATCGTCCCGTCAGGCCGGTGACC-BHQ1-
HEG-AGTCTCTGTGCGATCTCGGCTTT
93.8 FAM/BHQ1
LNA  LNA For Matrix gene (M)  CTCTCATGGAATGGCTAA 56.1 NA 74 This study
LNA  Rev CGTGAATACAAATCCCAAA 58.4 NA
LNA  Probe cca(+A)tc(+C)tg(+T)ca(+C)ctct 59.9 FAM/BHQ1
ZNA  ZNA InfA F Matrix gene (M)  (Zbase)(Zbase)(Zbase)(Zbase)GACCAATCCTGTCACCTCTGAC 64.9 NA 106 Modiﬁed from
CDC [12]
ZNA InfA R (Zbase)(Zbase)(Zbase)(Zbase)AGGGCATTTTGGACAAAGCGTCTA 70.1 NA
ZNA  InfA P (Zbase)(Zbase)(Zbase)(Zbase)TGCAGTCCTCGCTCACTGGGCACG 80 FAM/BHQ1
DLP  – GRAM GRAM/7Fw Matrix gene (M) CTTCTAACCGAGGTCGAAACGTA 65.1 NA 202 Pasteur
Institute
protocol
GRAM/161Rv GGTGACAGGATTGGTCTTGTCTTTA 66.1 NA
GRAM  probe/52/+ TCAGGCCCCCTCAAAGCCGAG 75.4 FAM/BHQ1
DLP  – HA gene H3-Fa H3-haemagglutinin gene (HA) ACCAGAGAAACAAACTAGAGGCCTATT 65 NA 120 Yang et al. [14]
H3-R TGTCCTGTGCCCTCAGAATTT 65.8 NA
H3-P  CGGTTGGTACGGTTTCAGGCA 71 FAM/BHQ1
NA – not applicable; FAM – 6-carboxyﬂuorescein; HEX – hexachloroﬂuorescein; BHQ1 – Black Hole Quencher®-1 dye; ZNA – zip nucleic acid; LNA – locked nucleic acid; HEG – hexethylene glycol reverse – extension blocker.
a Primers modiﬁed according to the sequence of the inﬂuenza strain used.
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eporter dyes (FAM vs. HEX) [12,14]. RNA copies in these reaction
ixtures were detected by applying two detectors, FAM – MGB  and
IC – MGB, with distinct ﬂuorescence spectra.
.2.3. Optimisation of RT-dPCR: annealing temperature and
rimer and probe concentrations
Conventional real-time PCR was carried out to determine the
ptimal annealing temperatures for different primer and probe
ets compared in this study. Extracted genomic RNA was  diluted
olumetrically and used as a template together with the RNA
ltraSenseTM One-Step Quantitative RT-PCR System (Invitrogen).
The cycling conditions were: 50 ◦C for 30 min, 95 ◦C for 2 min,
ollowed by 45 cycles at 95 ◦C for 15 s and varying annealing
emperatures for 30 s [12]. Each assay was run at the following
nnealing temperatures: 50.0 ◦C, 51.0 ◦C, 53.0 ◦C, 55.9 ◦C, 59.3 ◦C,
2.1 ◦C, 64.1 ◦C and 65.0 ◦C. Measurements were performed on the
1000 TouchTM Thermal Cycler (BioRad). RT-PCR products were
oaded on a 2 (m/v) % agarose gel (Seakem® LE Agarose, Cambrex
io Science Rockland, Inc., Rockland, ME,  USA) and visualised by gel
taining with GelRedTM Nucleic Acid Gel Stain (Biotium, Hayward,
A, USA) and electrophoresis.
To evaluate the inﬂuence of different primer and probe con-
entrations on measurements with the 37K array of the BioMark
PCR system, 8 l reaction mixtures were used, comprising 3 l
NA, 1.6 l RNA UltraSenseTM One-Step Quantitative RT-PCR mas-
er mix, 0.4 l 20 x GE sample loading reagent, 0.4 l RT/Taq mix,
.16 l ROX dye and either 0.25 l, 0.4 l or 0.6 l of primers
nd probes according to the respective primer and probe con-
entrations investigated. The volume was brought to 8 l by the
ddition of nuclease-free water (Ambion®). The extracted genomic
NA was diluted 1: 500 to fall within the optimal working inter-
al for dPCR quantiﬁcation, which is 200–700 positive chambers
er panel, corresponding to 230–1900 copies/panel or a - value
etween 0.3 and 2.5 after Poisson correction [16]. Three combi-
ations of primer: probe concentrations, namely (i) 0.8 mol/l:
.2 mol/l (ii) 0.8 mol/l: 0.3 mol/l and (iii) 0.5 mol/l: 0.3 mol/l
ere evaluated for 7 methods targeting the M gene [12,13] or the
A gene [14]. For each method, 3 combinations of primer and probe
oncentrations were analysed in duplicate and data analysis was
one with the Fluidigm Digital PCR Analysis Software version 4.1.2,
ith manual determination of the ﬂuorescence threshold, the qual-
ty threshold (0.05) and the accepted quantiﬁcation cycle interval
5–45 Cq).
.2.4. Statistical analysis
The statistical analysis of the measurement data was  performed
y calculation of descriptive parameters such as mean value, stan-
ard deviation (SD) and relative standard deviation (RSD), and by
ingle-factor analysis of variance (ANOVA) in Microsoft Excel 2010.
he ANOVA is testing the null hypothesis which assumes that all
f the group means in that test are the same. When a signiﬁcant
esult from the ANOVA test (p value smaller than ) causes the
ull hypothesis to be rejected, further testing has been performed
o determine which pairs of means are signiﬁcantly different. This
as done by Tukey’s Honest Signiﬁcant Differences (HSD), a Post-
oc test, where group means are compared pairwise to determine
hether the difference between the pair of means is signiﬁcant. The
wo means are signiﬁcantly different if the statistic q-value is larger
han the critical q-value (, r, dfw), which is based on the proba-
ility of error,  (0.05), the number of groups, r, and the degrees of
reedom (dfw) of MSwithin, calculated from ANOVA. This value can
e obtained from a table of the Studentized range q distribution.
he statistic q- value is calculated according to Eq. (1):
 = |x¯1 − x¯2|√
MSwithin/n
(1)tion and Quantiﬁcation 9 (2016) 20–28 23
x¯1 mean value of group 1x¯2 mean value of group 2MSwithin mean
square within a run from an ANOVAn the number of independent
replicates per day
For each method, the repeatability (within-run standard devi-
ation, srep) and the intermediate precision (between-run standard
deviation, sip) were derived according to Eq. (2) and Eq. (3):
srep =
√
MSwithin (2)
sip =
√
MSbetween − MSwithin
n
(3)
MSbetween mean square between runs from an ANOVA.
To assess the variation between the measurements which is
solely related to the method, the combined standard uncertainty
has been calculated from the uncertainty associated with repeata-
bility, urep, and with intermediate precision uip, but no bias related
uncertainty was  included:
 =
√
u2rep + u2ip (4)
urep =
√
MSwithin
n
(5)
uip =
√
MSbetween − MSwithin
n
N
(6)
N the number of measurement days.
To obtain a relative standard uncertainty, the combined
standard uncertainty, u, is divided by the mean value of the mea-
surements.
3. Results and discussion
3.1. Optimisation of RT-dPCR
To optimise the RT-dPCR reaction for the different methods
compared, a temperature gradient experiment was performed with
conventional real-time PCR, using a hundredfold diluted extracted
gRNA and the RNA UltraSenseTM One-Step Quantitative RT-PCR
System (Invitrogen). As speciﬁed in the methods chapter above,
samples were subjected to 8 different annealing temperatures in
the range of 50 ◦C–65 ◦C and ﬁnal reaction products were visualized
by gel electrophoresis. Fig. S2 shows the gel images of this exper-
iment for the primer and probe sets (number 1–6) tested. Visual
inspection of the gel images showed single ampliﬁcation prod-
ucts for all sets, run at different annealing temperatures, except for
locked nucleic acid (LNA) primers and probe. Although an optimal
annealing temperature of 65 ◦C for LNA probes has been previ-
ously reported to be useful for more sensitive DNA detection [10],
no ampliﬁcation product could be observed above 62 ◦C in our
experiment. Based on these ﬁndings and in line with the published
conditions for the CDC measurement procedure [12], an annealing
temperature of 55 ◦C was  chosen for all the RT-dPCR experiments.
A second optimisation experiment was  performed using dPCR
to determine the optimal concentration of the different primer and
probe sets used. For none of the methods, signiﬁcant differences
between the various primer and probe concentrations could be
observed, except for the ZNA primer and probe set. The highest
copy numbers per microliter were obtained for the ZNA primer:
probe concentration of 0.5 mol/l: 0.3 mol/l, while only 14–28%
of the RNA copies could be recovered when a higher primer con-
centration was  used (p < 0.001) (Fig. S3). According to the data
obtained, a ﬁnal concentration of primers and probes of 0.8 mol/l
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nd 0.2 mol/l, respectively, was selected for all methods, except
or the ZNA method, which will be used at a primer concentration
f 0.5 mol/l and probe concentration of 0.3 mol/l.
.2. Factors inﬂuencing RNA quantiﬁcation with RT-dPCR
.2.1. Inﬂuence of primer and probe chemistry
The inﬂuence of different primer and probe chemistries on RT-
PCR quantiﬁcation was investigated for two RNA template types,
 small (1147 bp) in vitro transcribed RNA fragment (IVT RNA) and
otal genomic RNA extracted from Inﬂuenza A virus. Fig. 1 shows
he average RNA copy numbers obtained in experiments with IVT
NA, while results obtained with extracted RNA are presented in
ig. 2. More detailed results are shown in Tables S1–S3. Six dif-
erent measurement methods were run with primer and probe
oncentrations previously determined as optimal, consisting of
wo methods using conventional dual labelled probes conjugated
ith FAM ﬂuorophore and BHQ1 non-ﬂuorescent quencher, DLP
 FAM [12] and DLP-GRAM [13], one DLP method with HEXTM
uorophore instead of 6-FAMTM, DLP – HEX, a LNA approach, a
NA technology, and a method using Scorpions technology. Fig. 1
hows that the LNA method resulted in the highest average RNA
opy number values measured (1.77 × 1010 copies/l), followed by
NA (1.72 × 1010 copies/l), the conventional DLP − GRAM method
1.58 × 1010 copies/l), and Scorpions® (1.57 × 1010 copies/l)
echnology. According to results from the HSD Tukey’s test, the dif-
erence between the average RNA copy numbers obtained with the
NA and ZNA methods, targeting the same region of the Inﬂuenza
 matrix gene were not statistically signiﬁcant, neither were the
ifferences between Scorpions® and DLP – GRAM [13], targeting
nother region of the M gene more upstream (Table S3). How-
ver, a signiﬁcant increase in the measured RNA copy number was
bserved in this experiment when the ZNA primers and probe were
sed in comparison with its unmodiﬁed counterpart, DLP – FAM
12] and this for both RNA templates (Figs. 1 and 2), demonstrating
he beneﬁcial use of more sophisticated primers and probe. How-
ver, this study does not allow to distinguish at which step of the
T-PCR these probe types have a positive impact.
The ﬁnding that the LNA method is associated with higher
stimates of concentration when measuring IVT RNA, is in accor-
ance with previous studies, demonstrating superior performance
f LNA primer and probes in terms of efﬁciency and sensitivity
8,10]. This increased sensitivity is caused by the incorporation
f LNA monomers in the primer and probe sequence. The sugar
hosphate backbone of a LNA monomer has a 2′-O, 4′-C methylene
ridge, hereby introducing a conformational lock of the molecule.
his enhances the monomer’s thermal stability, reduces its ﬂex-
bility, and thus increases the hybridisation performance of LNA
ontaining probes compared to classical dual labelled probes [17].
urthermore, a shorter primer and probe can be designed. This LNA-
ssociated enhancement of hybridisation is most probably through
mproved base stacking interactions and hydrogen bonds [18].
Another approach to improve the nucleic acid binding afﬁnity is
o decrease the electrostatic repulsion between negatively charged
ucleic acid strands. Based on this electrostatic interaction mech-
nism the Zip Nucleic Acids (ZNA) method was developed. ZNA
re oligonucleotides conjugated with spermine residues as cationic
nits to reduce the negative charge and favour hybridisation with
 complementary sequence by clipping the strands together like
 zipper, hence their name Zip Nucleic Acids [9]. In this study,
he largest inﬂuenza A RNA copy numbers were obtained with
NA primers and probe, independent of the template type, which
emonstrate the high target afﬁnity of such oligonucleotides and
heir ability to improve the efﬁciency of the reversed transcription
eaction of RT-PCR, leading to increased sensitivity [9].tion and Quantiﬁcation 9 (2016) 20–28
A third alternative probe chemistry which has been investigated
in this study is Scorpions®, a method wherein primer and probe are
combined into a single molecule. A Scorpion consists of a speciﬁc
probe sequence held in a hairpin loop conformation by comple-
mentary stem sequences on both ends of the probe. The probe
contains a 5′-end reporter dye and a 3′-end quencher dye directly
linked to the 5′-end of a PCR primer via a PCR blocker. The PCR
blocker prevents that the PCR primer is further extended, which
could lead to the opening of the hairpin loop in the absence of the
speciﬁc target and to the detection of non-speciﬁc PCR products
[19]. The bi-molecular Scorpion consists of a ﬂuorescently labelled
probe coupled to a primer by a PCR blocker and linked to a sec-
ond oligonucleotide that is complementary to the probe sequence
and has a quencher at the 3′-end. The mechanism of action is sim-
ilar to that of the unimolecular probe [19,20]. The unimolecular
mechanism which characterises the Scorpions® chemistry is kinet-
ically favourable and highly efﬁcient due to the direct binding of the
probe to the target sequence, ensuring that each probe has a tar-
get in the near vicinity. Enzymatic cleavage is not required, which
improves the PCR reaction time signiﬁcantly in comparison with
conventional dual labelled probes. There is a direct relationship
between the number of amplicons generated and the emitted ﬂu-
orescence signal [19]. Although a publication from Thellwell et al.
[20] reported a better performance of Scorpions® primers when
compared to dual labelled probes due to its unimolecular probing
mechanism, our data did not conﬁrm this expected higher sensitiv-
ity compared to the conventional DLP method targeting the same
region of the M gene, DLP-GRAM (Fig. 1 and Table S3).
However, our ﬁndings are in line with those of another compar-
ative study performed by Reynisson et al. [10]. It should be noted
that the design of the Scorpions® probe tested in the various stud-
ies was  not always the same. In the study from Thellwell et al. [20],
the probe was designed from the Scorpions® primer by removing
the stem sequences and adding the quencher and reporter to the
resulting probe sequence. In this study and the one of Reynisson
et al. [10] the Scorpions® primer and dual label probes were both
designed as independent, new probe sequences. Also noteworthy
is that the Scorpions® method, together with ZNA, generated the
strongest PCR response when extracted RNA was used as a template
(Fig. 2, Table S1-B).
Signiﬁcant differences in RNA yield could be observed when
IVT RNA was quantiﬁed with more sophisticated primer and probe
chemistries compared to the conventional dual labelled probes.
It should be noted that these differences are less than twofold
and such differences may  be tolerable in daily routine for applica-
tions such as diagnostics of infectious diseases which widely apply
presence-absence testing. However, for standardisation purposes
these differences are important when the trueness and the uncer-
tainty of a measurement result (including uncertainties associated
with the assessment of bias) needs to be assessed. When RT-dPCR
is applied to assign values to reference materials, a bias should be
as low as possible or ideally eliminated. It is known that RT-dPCR
introduces a larger variability into the measurement results than
dPCR on its own  [6]. This is due to the extra PCR step, converting
RNA into cDNA, which could be subject to variable transcription
efﬁciency, e.g. depending on the selected reverse transcriptase.
The additional step also enlarges the chance of a so-called ampli-
ﬁcation drop out. This phenomenon is deﬁned as the failure of
ampliﬁcation of a target molecule present in the dPCR partition
[6]. Several factors could be responsible for an ampliﬁcation drop
out, including inhibition compounds in the sample (matrix effect),
template molecular complexity, reagent inhomogeneity and also
primer and probe chemistry. Different extraction methods and
(one step) RT-PCR master mixes have been evaluated in a separate
study which demonstrated that they can have a major effect on the
bias (data not shown). The optimal extraction method (in terms of
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Fig. 1. RT-dPCR quantiﬁcation of IVT viral RNA using different primer and probe chemistries. Each column represents average RNA copy number/l obtained in 3 independent
experiments with 5 replicate reactions. Error bars indicate the standard uncertainty of the intermediate precision calculated according to Eq. (3) using ANOVA (between-
and  within-run variance).
FIG. 2. RT-dPCR quantiﬁcation of extracted genomic viral RNA using different primer and probe chemistries. Each column represents average RNA copy number/l obtained
i tanda
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tn  3 independent experiments with 3 replicate reactions. Error bars indicate the s
NOVA  (between- and within-run variance).
xtraction efﬁciency and matrix effects) and RT-PCR master mix
in terms of minimal ampliﬁcation drop out) have been applied
or the purpose of this study. Both, variable transcription efﬁ-
iency and ampliﬁcation drop out are important sources of negative
ias.
.2.2. Inﬂuence of dPCR ampliﬁcation target
Besides the inﬂuence of the dPCR template type and the primer
nd probe chemistry, the choice of the target may  also have an effect
n dPCR measurements. When comparing the results obtained with
he classical dual labelled primer and probes, targeting differentrd uncertainty of the intermediate precision calculated according to Eq. (3) using
regions of the same inﬂuenza A matrix gene, DLP- FAM and DLP –
HEX versus DLP-GRAM, or even of a different gene (DLP-HA gene),
no signiﬁcant difference could be found for the extracted gRNA
template (Fig. 2). However, when IVT RNA was quantiﬁed, signiﬁ-
cantly lower RNA copy numbers have been observed for DLP-FAM
and DLP-HEX, regardless of the ﬂuorophore used (p < 0.000001)
(Fig. 1 and Table S3A). The replacement of the ﬂuorophore from
6-FAMTM to HEXTM had no signiﬁcant effect on the quantitative
results (IVT RNA: 1.16 × 1010 and 1.14 × 1010 copies/l, respec-
tively and extracted gRNA: 1.09 × 106 and 1.10 × 106 copies/l,
respectively).
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Table 2
Calculation of the relative standard uncertainties based on the repeatability and intermediate precision of RNA measurements by RT-dPCR for A) IVT RNA template and B)
extracted genomic RNA template.
(A) IVT RNA DLP – FAM DLP – HEX Scorpions® LNA ZNA DLP – GRAM
Repeatability (within-run standard deviation srep) 5.9% 5.4% 2.8% 5.8% 5.0% 4.9%
Intermediate precision (between-run standard deviation sip) 10.0% 2.3% 3.0% 2.8% 3.3% 3.6%
Uncertainty related to srep 2.7% 2.4% 1.2% 2.6% 2.2% 2.2%
Uncertainty related to sip 5.7% 1.3% 1.7% 1.6% 1.9% 2.1%
Combined uncertainty u 6.3% 2.8% 2.1% 3.1% 2.9% 3.0%
Average combined uncertainty u 3.4%
(B)  Extracted gRNA DLP – FAM DLP – HEX DLP – HA gene Duplex DLP – HEX Duplex Scorpions® LNA ZNA DLP – GRAM DLP – HA gene
Repeatability (within-run
standard deviation sr)
4.8% 4.1% 4.7% 3.0% 6.8% 4.7% 5.6% 4.8% 2.9%
Intermediate precision
(between-run standard
deviation sip)
6.5% 8.5% 5.7% 8.9% 5.3% 7.4% 8.1% 1.4% 11.4%
Uncertainty related to sr 2.8% 2.4% 2.7% 1.7% 3.9% 2.7% 3.2% 2.8% 1.7%
Uncertainty related to sip 3.8% 4.9% 3.3% 5.1% 3.1% 4.3% 4.7% 0.8% 6.6%
Combined uncertainty u 4.7% 5.5% 4.3% 5.4% 5.0% 5.1% 5.7% 2.9% 6.8%
Average combined 5.0%
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.2.3. Inﬂuence of dPCR template type
Larger variations were observed between RNA concentrations
btained with different primer and probe chemistries when an
VT RNA fragment was targeted (RSD of 18%) compared to the
xtracted genomic RNA template (RSD of 9%). The results from the
SD Tukey’s test revealed important differences between the two
NA template types. For IVT RNA, twelve out of ﬁfteen (resem-
ling 80%) method combinations were signiﬁcantly different, while
nly six out of thirty-six (resembling 17%) of the combinations for
xtracted genomic RNA were found to provide signiﬁcantly differ-
nt RNA copy number concentrations (Table S3). The signiﬁcant
ncrease in RNA copy numbers observed when the ZNA primers
nd probe were used in comparison with its unmodiﬁed counter-
art, DLP – FAM, was more than 32% for IVT RNA, while this large
ifference was mitigated to 14% when extracted gRNA was  used
s a template. Further, a 36% difference was measured between the
ighest and lowest measurement results for IVT RNA, while the dif-
erence between the maximum and minimum values obtained for
xtracted gRNA was only 16%.
This interesting different behaviour of two nucleic acid template
ypes has also been described for quantitative dPCR data of DNA,
or which the more complex secondary structure of the genomic
NA and the associated higher molecular dropout was seen as
n important factor for the greater variance observed with puri-
ed genomic DNA as template [16,21,Devonshire et al.,unpublished
esults]. However, in this study, larger variation was  seen for a sin-
le RNA fragment obtained by in vitro synthesis and not for the
onger, more complex genomic RNA isolated from inﬂuenza A virus
ell culture. A possible explanation could be that the smaller IVT
NA is less stable than the gRNA template. Higher afﬁnity and,
onsequently, more efﬁcient hybridisation of the modiﬁed oligonu-
leotides, such as ZNA or Scorpions, could result in faster reaction
inetics allowing for generation of cDNA before any degradation of
he RNA sample occurs. Further studies are needed to conﬁrm this
ypothesis.
.2.4. Inﬂuence of duplexing
It should also be noted that there was almost no effect of duplex-ng. During duplexing the measurement methods targeting the M
ene and HA gene were combined in a single reaction and com-
ared to the detection of the respective genes in separate methods
Fig. 2, Table S3-B).These data show that the impact of different primer and probe
chemistries depends on the template used and emphasise the
importance of method design and optimisation, before consider-
ing any additional modiﬁcations of primers and probes. Depending
on the template type and performance requirements of the analy-
sis, potential advantages of more sophisticated approaches may  not
substantiate additional costs. In case of assigning values to refer-
ence materials, some of these modiﬁed synthetic oligonucleotides
could be an interesting option, although this should be evaluated
for the target and template of interest on a case-by-case basis.
3.2.5. Precision
Having compared the different primer and probe chemistries
and their inﬂuence on RT-dPCR measurements, the precision of the
dPCR analyses was  evaluated under conditions of intermediate pre-
cision where replicate measurements were performed on separate
days within the same laboratory [22].
When estimating the combined standard uncertainty for the
precision of a measurement procedure, it is necessary to assess
the repeatability (within-run), srep and the intermediate precision
(between-run), sip. Five replicate measurements were performed
per method for IVT RNA and this in three independent runs, each
on a different day. For gRNA extracted from virus culture, mea-
surements were done in triplicate on each of 3 different days.
Uncertainties were calculated based on srep and sip according to
the equations as given above. No bias related uncertainty has been
included.
When measurements were performed on IVT RNA, relative com-
bined standard uncertainties were on average 3.4%, with all of the
methods having uncertainties <5% except for the method using a
conventional dual labelled probe and ﬂuorophore FAM (DLP-FAM),
for which 6.3% was estimated. The majority of this larger standard
uncertainty could be attributed to an increased value of 10% for the
intermediate precision (Table 2(A)).
The methods with the strongest PCR response for IVT RNA (ZNA
and LNA) had a comparable combined standard uncertainty of
about 3%. These low uncertainty values could be conﬁrmed when
extracted gRNA was used as a template, resulting in uncertainties
from 2.9% (DLP – GRAM) to 6.8% for the DLP – HA gene method.
This slightly higher uncertainty value of the DLP – HA gene method
was due to an intermediate precision of 11.4%, whereas the inter-
mediate precision for the DLP – GRAM method was  much better
with 1.4%. The average relative standard uncertainty for measure-
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[F. Van Heuverswyn et al. / Biomolecular
ents on the extracted genomic RNA template was found to be
%. Overall, the standard uncertainty of the values measured, inde-
endent of the method or sample template evaluated, was ≤6.8%,
hich illustrates the ability of RT-dPCR to quantify viral RNA in a
recise and reproducible manner, without the need for calibration
ith a matched nucleic acid template.
. Conclusions
Although the theory of dPCR assumes that each target nucleic
cid molecule present in a partition of the BioMark dPCR chip
Fluidigm) will undergo successful ampliﬁcation, this study and
any others have shown that more careful method design and
ptimisation are required to obtain an accurate quantitative result
6,7,23,24]. The uncertainties observed demonstrate that precise
nd reproducible quantiﬁcation of extracted genomic- as well as
ynthetic RNA is achievable by RT-dPCR. However, this high pre-
ision also led to the observation of signiﬁcant bias between RNA
easurements when different methods were applied. Pronounced
dvantages could be found when more sophisticated primer and
robe chemistries, such as ZNA and LNA chemistries, were used.
lso, the type of RNA template had a signiﬁcant inﬂuence on the
utcome of the RNA quantiﬁcation.
This study has also shown that the replacement of the ﬂuo-
ophore from FAM- to HEX- did not have any impact on the obtained
NA copy numbers. Further, no effect on the RNA concentration has
een found for the simultaneous detection of two different genes
n duplex test format, compared to the result of their single-plex
artners. However, targeting different ampliﬁcation regions may
esult in differences in RNA or DNA concentration, which could be
f major importance, depending on the application of the measure-
ent results.
In studies where RNA reference materials intended for RT-
PCR calibration would be characterised by RT-dPCR, approaches
s applied in this study should be taken into account to ensure value
ssignment with minimal negative bias due to ampliﬁcation drop
ut. It is important to emphasise that, based on the limited studies
arried out so far, and in line with the statement of Josefsen et al.
8], general conclusions cannot be drawn from a single study. The
act that two different template types, both of which are typical cal-
bration materials, were not equally affected by applying different
ssay chemistries could potentially lead to systematic errors when
NA is quantiﬁed in more complex clinical samples.
Overall, this study demonstrates that RT-dPCR, when sufﬁ-
iently well optimised, has enormous potential for the accurate
uantiﬁcation of viral RNA. However, signiﬁcant bias can be
bserved when various target sequences and primer and probe
hemistries are applied, reinforcing the importance of careful eval-
ation of the RT- dPCR method performance and quality control
easures.
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